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Abstract— The parallel hole (PH) collimator is the most com-
monly used collimator in single photon emission computed to-
mography (SPECT) imaging. A well-known limitation of the PH
collimator is its low geometric efficiency. For better geometric
efficiency without compromising the resolution, a rotating slat
(RS) collimator is a potential alternative. In our previous work,
a linear relation between the image resolution and the optimal
collimator aperture was derived for both the PH and the RS
collimator systems, and the two collimator systems were compared
with the optimized geometries using different uniform phantoms.
In this study, the PH and the RS collimator system were further
compared using digital contrast phantoms. Three figures of merit
(FOMs) were calculated for comparison, i.e., the contrast-to-noise
ratio (CNR) in a pixel of interest, the CNR in a region of interest,
and the signal-to-noise ratio (SNR) of a channelized Hotelling
observer (CHO). All the FOMs were calculated analytically using
an efficient approximation method.

The comparison was done in both planar imaging and volume
imaging. The size of the digitized phantom was varied, resulting
in a detector area coverage from 2.5% to 40%. The main results
are: (1) With the optimal collimator apertures, the gains (RS
over PH) in all FOMs show the same trends in the system
comparison. (2) The performance of the two collimators is similar
for cold spot imaging with the largest phantom given in this study,
while RS outperforms PH for all the other cases. (3) For system
optimization, the optimal collimator apertures depend on the FOM
to be optimized, however the ratio of the apertures (PH/RS) is
always around

√
2, a value that we derived analytically in our

previous work.

I. INTRODUCTION

One of the factors limiting the image quality in single
photon emission computed tomography (SPECT) imaging is
the tradeoff between the spatial resolution and the geometric
efficiency. For example, a conventional parallel hole (PH)
collimator, which consists of a two-dimensional array of long
narrow holes, only detects photons whose trajectories are
almost parallel to these holes (Fig. 1(a)). Making these holes
smaller will improve the spatial resolution, but at the same
time decreases the geometrical efficiency significantly. For a
reasonable spatial resolution, the geometric efficiency of a
PH collimator is always very low. In contrast, a rotating slat
(RS) collimator consists of a series of long thin septa which
are positioned parallel to each other and perpendicular to the
detector surface (Fig. 1(b)). This configuration allows in-plane
photon collection, therefore a RS collimator can achieve a much
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Fig. 1. (a) parallel hole (PH) collimator system. (b) Rotating slat (RS)
collimator system.

higher geometric efficiency without any resolution loss [1]–[8].
However, in order to interpret the plane integral data acquired
by RS, even for planar imaging, an extra reconstruction step is
needed, resulting in increased noise propagation.

It is not obvious whether or not a higher geometric efficiency
obtained by the RS collimator will lead to improved image
quality. In our previous work [9], the PH and the RS collimation
systems were compared by investigating the contrast-to-noise
ratio (CNR) in the central point and a central region of interest
(ROI) in homogeneous phantoms. In that work, we introduced
the concept of the optimal collimator aperture, which leads to
the maximal CNR for a given resolution in the reconstructed
image [9]. The two collimator systems were first optimized and
then compared using their optimized geometries. The rankings
of the two collimators were in agreement with [5]–[7], but
the computed performance ratios for RS versus PH collimation
were different, since the optimal collimator apertures were not
used in those studies.

In reality, the analysis of a SPECT image usually involves
the observation or quantification of a hot/cold lesion or a region
of interest (ROI) in a hot/cold organ. Therefore, for clinical
applications, results obtained in contrast phantoms may be more
clinically relevant than those obtained in perfectly uniform
and spherical phantoms. In [8], a lesion contrast recovery and
background noise study was performed, where the projections
of the two systems were reconstructed using the rescaled block-
iterative expectation maximization (RBI-EM) algorithm [10].
The contrast-to-noise analysis showed that the RS collimator
leads to an improved (15-45%) contrast recovery compared to
the PH collimator for the same background noise level for
both the hot and the cold lesions. However, it was not clear
how much of the improvement was due to the high geometric
efficiency of the RS collimator and how much was due to the
better energy resolution of the new solid-state detector applied



in the RS system. Van Holen et al. made a further investigation
of this problem. They applied the same type of detector with
the same dimension, and used Monte Carlo simulations for
accurate system modeling. The two collimator systems were
compared in planar imaging [11] and volume imaging [12],
respectively, using the maximum likelihood expectation max-
imization (MLEM) reconstruction. The conclusion was that
for planar imaging, the PH collimator only outperforms RS
for cold lesions in a very large warm background, whereas
in tomographic imaging, the RS always outperforms the PH
system. The analysis was done with fixed object-to-detector
distances and there was no attempt to optimize the system
geometries.

In this study, the PH and the RS collimator systems were
compared based on contrast phantoms, using the same ap-
proaches as in [9]. A pre-defined resolution was imposed in
the reconstructed image. The CNR in pixels of interest and the
CNR in regions of interest (ROIs) were calculated analytically.
In addition, to estimate the lesion detectability, one of the ana-
lytical methods in [9] was extended to calculate the SNR of the
channelized Hotelling observer (CHO), a numerical observer
that has good correlation with human performance [13]–[16]
for a lesion detection task. All the FOMs were estimated with
the ratio of the collimator apertures (PH over RS) equal to

√
2,

a value proposed in [9] for fair comparison of the pixel CNRs.
Furthermore, the geometries of both collimator systems were
also optimized to maximize each FOM, respectively.

II. ANALYTICAL METHOD

The analytical method, used for fast prediction of the CNR
in the reconstruction, was first proposed by [17]–[19] for the
converged maximum-a-posteriori (MAP) reconstruction. It was
later adapted for post-smoothed MLEM with a pre-defined
target resolution [20], [21]. For a certain pixel j in the re-
constructed image Λ, a set of filters, Qj

L and Qj
C , are defined

to enable the calculation of the local impulse response and the
(co-)variance in the j−th voxel [9], [20], [21]:

Qj
L = P jGjF j (1)

Qj
C = P jGjF jGjTP j (2)

All the matrices are in RJ×J , with J the number of pixels
in the reconstructed image. F j is the approximated Fisher
information matrix, Gj is the approximated pseudoinverse of
F j , P j is an isotropic Gaussian post-smooth filter that tries to
impose the given target resolution, and T denotes transpose. All
factors are j-dependent due to the assumption of local shift-
invariance [20], [21]. Details about the calculation of F j ,P j

and Gj can be found in [9].
For the chosen pixel j, the linearized local impulse response

(LLIR) lpix and the covariance image Covpix can be approxi-
mated as:

lpix(Λ) ≈ Qj
Le

j (3)

Covpix(Λ) ≈ Qj
Ce

j (4)

with ej the j-th unit vector. The j-th elements of lpix(Λ) and
Covpix(Λ) are the contrast recovery coefficient (CRC) and the
variance (VAR) in pixel j:

CRCpix ≈ ejTQj
Le

j (5)

VARpix ≈ ejTQj
Ce

j (6)

For a small uniform ROI centered at pixel j, the vector of
the ROI is written as:

Rj(i) =

{
1 if i ∈ ROI,
0 if i /∈ ROI (7)

with i the pixel index in the image space. The CRC and the
variance of the mean value of this ROI are [21]:

CRCROI ≈
1

NR
RjTQj

LR
j (8)

VARROI ≈
1

N2
R

RjTQj
CR

j (9)

with NR the total number of pixels in the ROI.
The CNR in a pixel or a ROI is defined as:

CNRpix = CRCpix/
√

VARpix (10)

CNRROI = CRCROI/
√

VARROI (11)

For the lesion detectability, the signal-to-noise ratio of a
channelized Hotelling observer was used as a figure of merit.
SNRCHO is calculated as [13]:

SNRCHO =
√
zTUTK−1Uz (12)

with z the ensemble mean difference of a reconstruction with
and without the lesion, U the frequency-selective channels that
mimic the human visual system, and K the covariance matrix
of the channel output. For small lesions, we assumed that the
presence of the lesion has negligible effect on the data. For a
lesion located near pixel j, the approximations for z and K
can be derived based on [20], [22]–[24]:

z ≈ Qj
Lf̄l (13)

K ≈ UQj
CU

T (14)

with f̄l the expectation of the lesion profile.
The analytical approximations can be validated by doing

post-smoothed MLEM reconstructions with multiple noise real-
izations. Given a certain pixel j, CRCpix, CRCROI and z can be
estimated from the reconstructions of the noiseless projection
data1 of the phantom with and without an impulse, a ROI or
a lesion located/centered at j. VARpix, VARROI and K can
be calculated from the reconstructions of projection data with
multiple noise realizations2.

1Here it is assumed that the ensemble mean of the reconstructions is
approximately equal to the noiseless reconstruction [18].

2The relative error on the standard deviation is
√

1/2(N − 1), with N the
number of noise realizations.
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Fig. 2. (a) The central profile of the contrast phantom used in volume imaging.
The ratio of activity λh : λb : λc = 8:2:1. λb was 1.286×104 Bq/cm2 for
planar imaging and 7.144×104 Bq/cm3 for volume imaging. (b) ROIs and
lesions, with a diameter of 14.4 mm and 3.6 mm, respectively.

The PH and the RS collimation systems were compared by
calculating the gain (RS over PH) in all three figures of merit
(CNRpix, CNRROI and SNRCHO):

Gainpix = CNRRS
pix/CNRPH

pix (15)

GainROI = CNRRS
ROI/CNRPH

ROI (16)
GainCHO = SNRRS

CHO/SNRPH
CHO (17)

With the definitions above, the trends of these gains as a
function of various phantom parameters were investigated.

III. NUMERICAL STUDY

The comparative study of the two collimator systems was
performed in both planar imaging and volume imaging. A
128x128 detector array was modeled for the PH and the RS
collimator systems. The size of the collimator holes and the
gap between the adjacent slat septa were both 1.8 mm. The
width of the detector (W ) was 230.4 mm. The height of the
collimator septa was 35.5 mm and 50 mm for the PH and the
RS collimator, respectively. The ratio of the septa height (PH
over RS) was

√
2 according to [9]3. For planar RS imaging

and volume imaging, 100 rotation/spinning angles were equally
distributed over 360 degrees. The digitized acquisition model
and the geometric efficiency of the two systems were the same
as described in [9]. The acquisition time was 40 minutes in
both imaging modes.

The (central axial slice of the) contrast phantom used in
planar (volume) imaging is shown in Fig. 2(a). The phantom
consisted of an ellipse (ellipsoid) and two circles (spheres),
representing the background, a hot organ and a cold organ,
respectively. The uptake in these three parts was symbolized as
λb, λh and λc. The phantom was positioned in the center of
the field of view, with its long axis coinciding with the rotation
axis of the detector heads. The long and the short axis of the

3In [9], it was found that σopt
p =

√
2σopt

r , where σopt
p and σopt

r are the
optimal collimator apertures of the PH and the RS system, respectively. For the
same object-to-detector distance and the same pixel size, we have σopt

p /σopt
r =

hopt
r /hopt

p =
√
2, where hopt

r and hopt
p are the optimal septa heights of the

RS and the PH collimator, respectively.

phantom were 180 mm and 108 mm, respectively. The radius of
each organ was 27 mm and the distance between the centers of
the two organs was 72 mm. The ratio of the activities λh:λb:λc

was 8:2:1. The background activity λb was 1.286×104 Bq/cm2

for planar imaging and 7.144×104 Bq/cm3 for volume imaging.
The phantom was discretized with a pixel size of 0.75 mm, and
was reconstructed with a pixel size of 1.8 mm.

The pixels of interest were chosen to be the central points
of the two organs. Both the ROIs and the lesions were circular
and located at the center of the organs (see Fig. 2(b)). The
ROIs had a diameter of 14.4 mm and had the same activity as
the organ, while the lesions had a diameter of 3.6 mm and the
lesion-to-organ contrast was 2.

For the calculation of SNRCHO, a difference-of-Gaussians
(DOG) model with 3 channels was applied as the observer
model. The channels were defined as the differences of pairs
of a set of four 2-dimensional Gaussians. The Gaussians had
a mean of 0 and standard deviation of (2d

√
π)−1 where d =

0.573, 0.995, 1.592 and 2.653. This channel model is the same
as in [13].

In volume imaging, the attenuation within the phantom and
the depth-dependent collimator blurring were modeled. The
attenuation coefficient µ in the background and the hot region
was 0.012 mm−1 and that in the cold organ was 0.0045 mm−1.
Scatter and collimator septa penetration were not simulated in
this study.

A. Comparison between PH and RS

We compared the two systems at a fixed spatial resolution
of 10.8 mm FWHM. The distance between the detector plane
and the center of the phantom was 100 mm and 150 mm in
planar imaging and volume imaging, respectively.

We aimed to compare the two collimator systems using three
FOMs and with respect to three phantom parameters, i.e, the
gains in CNRpix, CNRROI and SNRCHO were computed as a
function of phantom size, organ contrast and the organ size.

1) Phantom Size: The phantom was globally scaled by a
factor of 0.3, 0.6, 0.9 and 1.2, corresponding to a coverage of
2.5% to 40% of the detector area. The center of the phantom
always coincided with the center of the image space.

2) Organ Contrast: The contrast ratio λh : λb was varied
from 1 : 16 to 16 : 1. The rest of the phantom parameters,
including λb and λc, were kept the same as described in Fig. 2.

3) Organ Size: The diameter of the each organ was scaled
by a factor of 0.4, 0.6, 0.8 and 1.0. The scaling was applied to
only one organ at a time. The dimension of the phantom and
the contrast λh:λb:λc stayed the same as in Fig. 2.

B. Validation

The analytical method was verified for each data point in III-
A for planar imaging. In order to estimate how much post-
smoothing we need to apply to the reconstruction to achieve
the target resolution, we reconstructed the noiseless sinogram
of the phantom with and without an impulse at the pixel of
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Fig. 3. Comparison results in planar imaging. (a) Gains (RS/PH) as a function of phantom size with D the long axis of the phantom. The results are presented
for the pixel/ROI/lesion in the cold organ. (b) Gains (RS/PH) as a function of ln(λh/λb), (c) Gains (RS/PH) as a function of organ size.
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Fig. 4. Comparison results in volume imaging. (a) Gains (RS/PH) as a function of phantom size with D the long axis of the phantom. The results are presented
for the pixel/ROI/lesion in the cold organ. (b) Gains (RS/PH) as a function of ln(λh/λb), (c) Gains (RS/PH) as a function of organ size.

interest. The LLIR was then obtained by subtracting these
two reconstructions. Based on the shape of LLIR, the post-
smoothing filter was derived and applied to each of the noisy
reconstruction images.

For the variance calculation, 200 noise realizations were
simulated and reconstructed. For the PH system, we performed
standard MLEM reconstruction with 100 iterations. For the RS
system, we applied ordered subset expectation maximization
(OSEM) [25] with a reducing number of subsets, i.e., 20× 20,
20 × 10, 20 × 5, 20 × 2, 20 × 1 (number of global iterations
× number of subsets)4. The values of CNRpix, CNRROI and
SNRCHO calculated from the multiple noisy reconstructions
were used as the reference values and compared to the values
yielded by the analytical method.

C. Optimal Aperture

In [9], it was found that CNRpix is influenced by the
collimator aperture, and this influence differs from collimator to
collimator. For a given target resolution and a certain collimator

4With this scheme, the OSEM reconstruction will start with 20 iterations over
20 subsets, then the image will be further updated with another 20 iterations
over 10 subsets, and so on. The reconstruction procedure will be ended by
applying 20 normal MLEM reconstructions (= OSEM with 1 subset). The
purpose is to improve the convergence of the OSEM reconstruction [25].

type, there exists an optimal collimator aperture which yields
the maximal CNRpix in the investigated pixel. In the framework
of [9], we have only derived the optimal PH/RS aperture for
CNRpix and CNRROI based on uniform phantoms. In this
paper, we used the same approach described in [9] to calculate
and compare the PH/RS apertures which were optimized for
CNRpix, CNRROI and SNRCHO respectively based on the 2D
contrast phantom.

IV. RESULTS

A. Comparison between PH and RS

Using the phantom of Fig. 2, we calculated the gains in all
three FOMs with various phantom settings. In each setting,
we only changed one phantom parameter, and fixed all the
other parameters to those indicated in Fig. 2. The comparison
results are shown in Fig. 3 and Fig. 4, where the gains in
CNRpix, CNRROI and SNRCHO are plotted with a square,
triangle and diamond, respectively. The absolute values of most
of the FOMs are not shown in the figures but briefly discussed
in the text.

1) Phantom Size: Fig. 3(a) and Fig. 4(a) show the results in
the cold organ. All the gains decrease with increasing phantom
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Fig. 5. Absolute values of CNRROI in Fig. 4(c) as a function of organ size.
The solid/dashed line represents the ROI in the hot/cold organ, respectively.
The asterisk and triangle represent PH and RS, respectively.

size5. The RS collimator outperforms PH when the phantom
was small, however the advantage is lost when the phantom
covers up to 40% of the detector area. In the hot organ, the RS
collimator is always superior to the PH collimator, where the
gains were about 1.9 (in planar imaging) and 1.4 (in volume
imaging) times higher than those in the cold organ (not shown
in the figures).

For planar imaging with the PH collimator, the absolute value
of each FOM is the same for all phantom sizes, whereas in other
cases, all figures of merit decrease with increasing phantom
size.

2) Organ Contrast: As shown in Fig. 3(b) and Fig. 4(b), all
gains go up with increasing organ contrast. In planar imaging,
the PH collimator is superior to the RS collimator in the cold
region, while in volume imaging, the two collimators have
similar performance in low contrast (cold) areas (gain ≈ 1).
In both imaging modes, the absolute values of CNRpix and
CNRROI decrease with increasing organ activity with either of
the collimator systems. The CNR values with the PH collimator
are more affected by the change in the contrast. For lesion
detection, SNRCHO goes up with both collimators when the
uptake of the organ increases.

3) Organ Size: Fig. 3(c) and Fig. 4(c) show different
trends of the gains in planar and volume imaging. However,
one should note that the absolute values of CNRpix and
CNRROI obtained with both collimator systems are always
decreased/increased in the hot/cold organ when the organ size
increases. As an example, CNRROI in volume imaging are
plotted in Fig. 5. In general, the RS collimator outperforms
the PH collimator for hot spot imaging (gains > 1), and the
results with the two collimators are very similar for cold spot
imaging (gain ≈ 1).

5Here we use the ratio of the long axis of the phantom and the detector width
(D/W ) as the measure of the phantom size. When the phantom is globally
scaled by a factor of 0.3, 0.6, 0.9 and 1.2, the corresponding value of D/W
is 0.23, 0.47, 0.70 and 0.94, respectively.

B. Validation

The validation for CNRpix, CNRROI and SNRCHO was done
for each data point in Fig. 3. The results are shown in Fig. 6.
The asterisk and triangle represent PH and RS, respectively. The
values calculated using the analytical method are plotted with
respect to the reference values derived from the reconstructions.
The dashed line and the dotted line represent the 68.3% and
95.4% confidence level of the reference values, respectively.
These confidence levels are estimated on the assumption that
the relative error on the standard deviation is Gaussian with a
standard deviation of

√
1/(2(N − 1)), where N is the number

of noise realizations (With N = 200, the resulting relative error
on the standard deviations is around 5%). Based on the analysis
shown in Table I, we can see that the approximated values are
in good agreement with their corresponding reference values.

C. Optimal Aperture

Fig. 7 gives the results about the optimal aperture. Here we
again use the square, the triangle and the diamond to represent
CNRpix, CNRROI and SNRCHO. The solid and dashed lines
indicate PH and RS, respectively. As shown in Fig. 7(a), each
FOM yields its own optimal aperture sets. Although the optimal
apertures are different for different FOMs, the ratio of the
optimal apertures (PH/RS) is always close to

√
2 (Fig. 7(b)), a

factor that we derived analytically in [9].

V. DISCUSSION

For the comparative study, an analytical method was used to
estimate three figures of merit. Although the analytical method
was only validated in planar imaging, we believe that it will
be also valid for volume imaging due to its capability of ac-
commodating the shift-variant system response (validation done
for multi-pinhole SPECT systems [20]) and the attenuation
within the phantom (validation done for time-of-flight positron
emission tomography [21]).

Our analytical method assumes that the reconstruction is
fully converged. To this end, the reconstructed images used
for validation should be iterated long enough to reach their
convergences. To verify this, we applied twice the number
of iterations for both PH and RS in the first comparison
settings (with various phantom size), and the validation results
were hardly changed (not shown in this paper). Therefore, we
believe that the iteration scheme used in the validation study is
sufficient to generate converged reconstructions.

Due to the increased noise propagation, the reconstruction
of the RS data needs more post-smoothing than that of the PH
data. Therefore, for a matched spatial resolution, the aperture of
the RS collimator should be smaller than that of PH. Previously,
it was found that the ratio of the collimator aperture (PH over
RS) should be

√
2 when CNRpix is used as the FOM [9].

Therefore, in this work, we applied the ratio of
√
2 in the

collimator geometry setting, with which all the FOMs were
estimated using contrast phantoms.

We also optimized the collimator apertures for each FOM
individually. Interestingly, the rule of

√
2 remains valid for
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Fig. 6. The validation results of (a) CNRpix, (b) CNRROI, (c) SNRCHO. The solid line indicates the perfect agreement, and the dashed and the dotted line
indicate the 68.3% and 95.4% confidence level, respectively.

TABLE I
ANALYSIS OF THE VALIDATION RESULTS IN FIG. 6

PH RS
FOM CNRpix CNRROI SNRcho CNRpix CNRROI SNRcho

slope (least squares fitting) 0.998 0.971 0.995 1.036 1.089 1.063
% points in 68.3% confidence level 38.1% 66.7% 61.9% 78.6% 76.2% 71.4%
% points in 95.4% confidence level 78.6% 100% 90.5% 95.2% 85.7% 85.7%

CNRROI and SNRCHO as shown in Fig. 7(b). Based on this
finding, we propose to compare the PH and the RS systems with
their collimator aperture ratio equal to

√
2, no matter which

figure of merit is under investigation.
It was found that the absolute values of CNRpix and CNRROI

decreased with increasing organ-to-background ratio, while
SNRCHO has the opposite trend. This can be explained as
follows. To calculate SNRCHO, the lesion has a fixed contrast
relative to the organ activity, so it is hotter for hotter organs,
and is easier to be detected by the observers. In contrast, for
the calculation of CNRpix and CNRROI, we applied a small
intensity change in a pixel or a ROI, where the change is
independent of the activity of the organs. As a result, it is more
difficult to recover this small change with higher surrounding
activity, resulting in a lower CNR.

As shown in Fig. 3 and Fig. 4, the gains (RS over PH) in
all three FOMs give the same trends in the system comparison.
It means that when the phantom parameter varies, the relative
performance of the two systems will be influenced in the same
way for different imaging tasks, i.e., if one system is superior
to the other system for the noise property in a ROI, probably
it will also win in the aspect of lesion detectability.

From Fig. 3 and Fig. 4, we can conclude that the RS
collimator outperforms the PH collimator for hot spot imaging
(for instance, 1.5-2 times improvement with the given phantom
size). For cold organ and lesions, PH is superior to RS in planar
imaging, whereas the two collimator systems have very similar
performance in volume imaging. Note that these conclusions
are drawn with a phantom covering up to 40% of the detector
area, and the phantom is not truncated by the detector. When
the phantom is larger than that, the performance of the PH

collimator with respect to the RS collimator will be better,
especially for cold spot imaging.

Our conclusion about the planar imaging is in agreement
with [11], where the phantom also covers about 40% of the
detector area. However, in volume imaging, the gain of using
the RS collimator in our study is very different from that
proposed in [12], where it was found that the RS collimator
is 2-3 times better than the PH in hot spot imaging, and more
than 4 times better in cold spot imaging. One of the main
reasons is that the collimator apertures in [11], [12] were the
same for both collimators, whereas in our study we applied the
optimal collimator aperture for each system to ensure a fair
comparison. The discrepancy could also be partially explained
by the influence of photon scatter, which was modelled in [12]
but not in this paper.
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Fig. 7. (a) Optimal collimator apertures as function of the target resolution.
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The dimensions of the phantom used in this study were
relatively small compared to the human size. Actually, the
relative performance of the two collimators depends on the size
of the object with respect to the detector area [9]. Therefore,
all the conclusions should hold if the whole geometry is
scaled to a clinically relevant dimension. The RS collimator
is preferred when focused uptake is expected, for instance in
human brain imaging with a highly specific SPECT tracer.
However, if there is activity outside the FOV, the RS data
will be contaminated by these activities, leading to increased
variance and truncation artefacts in the reconstructed image.
The degradation of the image quality depends on the amount
of data truncation. Therefore, for whole body imaging the PH
collimator is still highly recommended.

One of the main conclusions is that the RS collimator
outperforms PH for small object imaging. One may argue
that to image very small objects, collimators with converging
geometries, such as a fan-beam/cone-beam collimator or a
pinhole collimator should be considered, since they exploit the
detection area in a more efficient way. In fact, it is expected
that the gain of using a plane-integral geometry instead of
using a line-integral geometry will be applicable for converging
collimators as well. It means that instead of using a fan-
beam collimator, it is probably better to apply a RS collimator
with converging slat septa, or that we could consider taking a
rotating slit collimator rather than a pinhole collimator, with
their geometries optimized for a certain target resolution.

In this study, photon scatter and septa penetration were
not modelled. The degradation of the image quality due to
the contamination from the scattered and penetrated photons
depends on the photon energy, i.e., the contamination are much
stronger with high energy isotopes (e.g. I123 and I131) than
with low energy isotopes (e.g. Tc99m). Due to its high geo-
metric efficiency, the RS collimator will benefit from a lower
contribution of penetrated photons than the PH collimator.
This will result in a 10%-20% improved contrast recovery for
the RS collimator with I123 and I131 [26]. Combining this
finding with our results, we can conclude that, as long as the
object to be imaged is smaller than the detector area, the RS
collimator is recommended, especially for imaging with high
energy emitters.

VI. CONCLUSION

We applied three FOMs (CNRpix, CNRROI and SNRCHO)
to compare the PH and the RS collimator systems based on
digital contrast phantoms. The gains of all FOMs show the
same trends in the system comparison. RS is always superior
to PH for hot spot imaging. For cold spot and lesions, PH
outperforms RS in planar imaging, while the two collimator
systems have very similar performance in volume imaging. For
system optimization, the optimal collimator apertures depend
on the FOM to be optimized, however the ratio of the optimal
aperture (PH/RS) is always around

√
2, a factor that we derived

analytically in [9].
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[24] A. Yendiki, J. A. Fessler, ”Analysis of observer performance in unknown-
location tasks for tomographic image reconstruction.” J. Opt. Soc. Sm. A.
Optic Image Sci. Vis., 24(12), pp. B99-B109, 2007.

[25] H. M. Hudson and R. S. Larkin, ”Accelerated image reconstruction using
ordered subsets of projection data.” IEEE Trans. Med. Imag., 13(4),
pp. 601-609, 1994.

[26] R. Van Holen, S. Staelens and S. Vandenberghe, ”SPECT imaging of
high energy isotopes and isotopes with high energy contaminants with
rotating slat collimators.” Med. Phys., 36(9), pp. 4257-4267, 2009.


